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Supplemental File 11. Forest plots of sensitivity (A).

specificity (B). positive LR (C). negative LR (D). diagnostic

odds ratio (E). and SROC plot (F) for transcription-

mediated amplification (TMA) assays.
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Dokubo el al. (2014) 0.90    (0.77 - 0.97)

Mössner et al. (2016) 0.95    (0.88 - 0.99)

Solmone et al. (2002) 1.00    (0.90 - 1.00)

Sensitivity (95% CI)

Pooled Sensitivity = 0.95 (0.90 to 0.98)

Chi-square = 5.74; df =  2 (p = 0.0566)

Inconsistency (I-square) = 65.2 %
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Dokubo el al. (2014) 1.00    (0.96 - 1.00)

Mössner et al. (2016) 0.95    (0.77 - 1.00)

Solmone et al. (2002) 1.00    (0.84 - 1.00)

Specificity (95% CI)

Pooled Specificity = 0.99 (0.96 to 1.00)

Chi-square = 3.54; df =  2 (p = 0.1699)

Inconsistency (I-square) = 43.6 %

Positive LR
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Dokubo el al. (2014) 150.92  (9.50 - 2397.50)

Mössner et al. (2016) 20.96    (3.09 - 142.36)

Solmone et al. (2002) 43.37    (2.80 - 671.98)

Positive LR (95% CI)

Random Effects Model

Pooled Positive LR = 40.63 (10.37 to 159.13)

Cochran-Q = 1.35; df =  2 (p = 0.5103)

Inconsistency (I-square) = 0.0 %

Tau-squared = 0.0000
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Negative LR (95% CI)

Random Effects Model

Pooled Negative LR = 0.07 (0.03 to 0.16)

Cochran-Q = 3.13; df =  2 (p = 0.2096)

Inconsistency (I-square) = 36.0 %

Tau-squared = 0.1970

Diagnostic Odds Ratio
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Dokubo el al. (2014) 1.336.64 (72.23 - 24735.41)

Mössner et al. (2016) 425.25     (45.12 - 4007.55)

Solmone et al. (2002) 2.967.0    (56.74 - 155137.44)

Diagnostic OR (95% CI)

Random Effects Model

Pooled Diagnostic Odds Ratio = 839.73 (165.83 to 4252.38)

Cochran-Q = 0.85; df =  2 (p = 0.6538)

Inconsistency (I-square) = 0.0 %

Tau-squared = 0.0000
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Symmetric SROC
AUC = 0.9923
SE(AUC) = 0.0061
Q* = 0.9644
SE(Q*) = 0.0166


